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A Fiber Bragg Grating-Based All-Fiber Sensing
System for Telerobotic Cutting Applications
Ginu Rajan, Dean Callaghan, Yuliya Semenova, Mark McGrath, Eugene Coyle, and Gerald Farrell
Abstract—A fiber Bragg grating (FBG)-based strain sensing
system for minimally invasive telerobotic cutting applications is
presented in this paper. Investigations assume that a scissor blade
can be approximated as a uniformly tapered cantilever beam. A
replica of the scissor blade is produced and strain characterization
has been carried out using an FBG sensor system. Results are
validated against measurements obtained using conventional
electrical resistance strain gauges. The scissor blade experiences
both direct and lateral forces during cutting, hence the system is
characterized for a direct load range of 0–30 N and a lateral load
range of 0–10 N. The results show a very good linear response for
direct loading and some sensitivity to lateral loading. An actual
sensorized scissor blade prototype is also characterized and results
compared with that of the replica blade. The FBG interrogation
system used was a macro-bend fiber filter-based ratiometric
system. The use of FBGs together with macro-bend fiber-based
interrogation system eliminates the influence of temperature on
the sensing system and hence temperature independent strain
information from the blade is obtained. The results obtained using
the macro-bend fiber filter are compared with that of a commercial
interrogation system and found to be in agreement. By imple-
menting an all fiber sensing system based on fiber Bragg gratings
and macrobend fiber filter interrogation system, remote operation
of telerobotic cutting applications can be made more cost effective
while providing a competitive accuracy and resolution solution.
Index Terms—Fiber Bragg grating (FBG), macrobend fiber
filter, telerobotic cutting.
I. INTRODUCTION
F IBER BRAGG GRATING (FBG) sensors have generatedmuch interest in the area of strain and temperature sensing
and are being used in many applications such as structural mon-
itoring and smart structures [1]–[3]. However, their use as force
feedback sensors in telerobotic cutting applications on mini-
mally invasive robotic surgical systems (MIRS) is still in a state
of development. The lack of sensorized surgical instrument end
effectors restricts the MIRS systems ability to detect interac-
tion, cutting and grasping during surgical tasks [4]. Resistive
strain gauges attached to the tips of surgical graspers have been
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widely used in MIRS systems to provide for the measurement
of the forces during grasping operations [5]–[7]. Sterilization of
the arrangement as well as appropriate protection and shielding
of the sensors are two of the primary issues associated with the
use of resistive strain gauges on these instruments. The influ-
ence of magnetic field on electrical sensors prevents their use in
many surgical applications. Hence, a need exists for sensorizing
instruments used in robotic surgery with optical fiber sensors,
which are largely unaffected by the difficulties associated with
electrical strain sensing schemes.
Further issues with present robotic manipulators, particularly
miniaturized versions used in minimally invasive surgery, in-
clude the requirement to transmit actuation forces and sensor
information some distance through the structure of the robotic
device. The large mass and size of presently available actuators
and sensors restricts their direct attachment at locations where
the force is being generated in many applications [8]. Therefore,
employing instruments where the sensor forms an integral part
of the end-effector are desirable to enable accurate measurement
of complex interaction and cutting forces. To address these re-
quirements, blades equipped with fiber-based sensors for force
feedback could offer an alternative sensing scheme compared to
established sensing modes. Some initial work in this direction
has been reported by several researchers [9]–[12]. Surgical nee-
dles with FBGs attached to detect the deflection is just one such
example [11]. Moreover, advancement in the analysis of strain
transfer from the host material to an FBG sensor can assist in
the development of other potential applications of fiber sensors
in robotics [13]–[15].
For any telerobotic strain/force sensing system based on a
FBG, the resolution of the system depends on the FBG inter-
rogation system. Most commercial FBG interrogation systems
can provide a wavelength resolution of approximately 5–10 .
But the cost of such systems is very high. In terms of the in vivo
forces experienced during cutting, insertion, probing, grasping,
etc., in actual robotic surgery, there is limited information avail-
able, particularly for surgical cutting. Part of the reason behind
research is to produce a sensing scheme that will facilitate the
collection of this type of force data. Greenish et al. [16] have car-
ried out cutting experiments using scissors with blades of sim-
ilar geometry that is presented in this paper. They cut muscle,
skin, liver, and tendon and measured forces up to 30 N (for
tendon). Other sensing schemes employing grippers [17] for ap-
plication in robotic surgery have observed a force range of 20 N.
Recent improvements in the fabrication of FBGs have re-
duced their cost, so that the interrogation unit, rather than the
sensor, accounts for a large proportion of the cost of a complete
sensing system. The FBG interrogation used in this experiment
1530-437X/$26.00 © 2010 IEEE
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Fig. 1. Simplified blade with surface mounted FBG sensor and strain gauge.
is an economic macro-bend fiber filter-based ratiometric system
[18], [19]. The macro-bend fiber filter interrogation system
provides a wavelength measurement range within 1500–1600
nm. Two FBGs together with macrobend fiber filters are used
for both strain measurement and temperature compensation.
A representative replica scissor blade is presented allowing
initial characterization of the proposed low cost sensorized
instrument. An actual prototype sensorized surgical scissor
blade is also characterized and results are also presented. In
Section II, the experimental characterization setup of the blade,
sensor placement, strain transfer and FBG interrogation system
are discussed. Results from the experiments are presented in
Section III. Characterization of a prototype scissor blade is
presented in Section IV. From the experimental analysis, it is
found that an FBG sensor together with the macrobend fiber
interrogation system can be used effectively for telerobotic cut-
ting applications and provides competitive strain accuracy and
resolution at a lower cost without the influence of temperature
from the FBG sensor and the interrogation system. From the
characterization results, forces on scissor blades with an FBG
sensor mounted directly on its structure can be measured during
cutting. This demonstrates the potential of this methodology as
a low cost sensing solution in the area of smart sensing surgical
instruments.
II. EXPERIMENTAL ARRANGEMENT FOR STRAIN
CHARACTERIZATION
An experimental testing platform has been developed for the
initial investigation and characterization of the strain distribu-
tion along a stainless steel scissor blade. The test rig consists of
a simplified blade arrangement which is representative of one
blade of a stainless steel scissor end effector. The blade is sym-
metrical about its pivot point allowing for the simultaneous eval-
uation of an FBG and electrical strain gauge sensors under the
same conditions. The blade protrudes 39 mm in length either
side of the pivot. The test rig and the blade are shown in Fig. 1.
Two FBG sensors are attached to the blade, one on the top of the
blade for direct strain measurement and the other, used for tem-
perature compensation, is point-attached to the lateral side of the
blade. An electrical strain gauge (ESG) is attached at the equiv-
alent position on the symmetrical side of the blade to facilitate
comparison with the results obtained from the FBG. Loads were
applied using a micrometer translation stage with a load cell at-
tached to the end of the micrometer, as shown in Fig. 1(b). The
data from the load cell is collected using a National Instruments
load cell module SG-24, which is connected to a data acquisi-
tion board NI6221. The data from the strain gauges is obtained
using a strain gauge module SG-03. The whole system is con-
trolled using LabView 8.0.
A. Placement of the FBG Sensor
Assuming that the scissor blade can be approximated as a
uniformly tapered cantilever beam the point of maximum strain
as well as the strain distribution over the bonded region of the
fiber is established using the following expression [20]:
(1)
where is the distance from the pivot to the point of application
of the load , is the distance from the pivot which the strain
is to be known , is the thickness of the blade at
its pivot, is the width of the blade, is the Young’s modulus
of the blade material (185 ), and is the uniform slope
of the blade.
The position on the blade where maximum strain occurs can




From (4), for the blade structure, the maximum strain was found
to occur at a location 14 mm from the blade pivot point [15]. For
an FBG it is important that the strain distribution across the FBG
is uniform to avoid distortion of the reflected spectrum. It was
estimated that the strain variation across the 5 mm long FBG
used here, centered on the 14 mm point, is only 0.003%. Such
a small strain field variation will have negligible adverse effect
on the reflected FBG signal.
B. Bonding Length and Strain Transfer
The strain transfer from the host material (stainless steel)
to the FBG is influenced by the properties of the host mate-
rial surface, adhesive layer thickness and the protective coating
on the FBG, such as polyimide. The adhesive used in our ex-
periment was a two-part fiber-optic epoxy (T120-023-C2) with
a Young’s modulus of 3 GPa. The FBGs used in the experi-
ment were supplied by Smart Fibres. The length of the FBG
used was 5 mm, written in the middle of an 11 mm long buffer
stripped portion of a standard singlemode fiber. This region was
recoated with polyimide to a thickness of 4–4.5 . A simpli-
fied schematic of the FBG bonding structure with dimensions is
shown in Fig. 2. A view of the embedded fiber, thickness of the
fiber with polyimide coating and difference between the stripped
and unstripped portion of the fiber are shown in Fig. 3(a) and (b),
respectively. Since standard singlemode fiber with a buffer is
250 in diameter, the adhesive thickness between the metal
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Fig. 2. Simplified schematic of the FBG bonding structure to the blade.
Fig. 3. (a) Cross section view of the embedded fiber and (b) photograph
showing the thickness difference between the stripped region and unstripped
region (the region to which epoxy is applied).
and the FBG fiber will be approximately 58–60 . It is also
important to estimate the bonding length to ensure that the dis-
tribution of the strain over the FBG is uniform. In our analysis,
we have found that where the adhesive thickness between the
metal and the FBG is 60 and a polyimide layer thickness
of 4.5 , a minimum bond length of 11 mm ensures uniform
strain distribution along the 5 mm length of the FBG [15]. The
strain measured by an FBG sensor is taken to be the average
strain over the bonded portion of the fiber. The average strain
transfer coefficient is defined as the ratio of the average strain
over the bonded fiber to that of the host material. The effec-
tiveness of the strain transfer from the blade to the fiber core is
influenced by the extent of shear concentrations through the ad-
hesive layer thickness upon loading. Moreover, the stiffness of
the adhesive layer also greatly influences the strain transfer ef-
fectiveness with a stiffer adhesive inducing great strain transfer
to the fiber core. Fig. 4(a) shows simulation results of the strain
distribution over the FBG sensor for different bonding lengths
and it is clear from the figure that an 11-mm bonding length
ensures a uniform strain distribution over the 5 mm long FBG
sensor.
To check the uniformity of the strain distribution, the spectra
of the FBG sensor was measured using an optical spectrum an-
alyzer for zero load (0 N) and maximum load (30 N). The mea-
sured spectra for zero load and maximum applied load have the
Fig. 4. (a) Strain distribution along the FBG for different bonding
lengths. (b) Spectrum of the FBG sensor attached to the blade at 0 N
load and 30 N load.
same bandwidth with only a peak shift due to the induced strain
being observed [Fig. 4(b)]. Since there are no distortions to the
measured spectra, this confirms that uniform strain is being in-
duced over the grating length and hence that the bond length of
11 mm in use is correct.
C. FBG Interrogation System
The experimental arrangement for the interrogation system
used to interrogate the FBG sensors is shown in Fig. 5. Two
FBG sensors are used in the system, one attached to the top of
the blade to measure the direct strain and the other for temper-
ature compensation (only one end is fixed to the lateral side of
the blade). The FBG sensors used have a peak wavelength of
1550 nm. The temperature and strain sensitivity of the FBG sen-
sors were 1.2 and 10 , respectively, at 1550 nm.
The interrogation system used is-based on a macrobend fiber
filter-based ratiometric system, previously described in [19]. A
broadband source is used as the input source. A 2 2 fiber cou-
pler is used to split the signals between the two the FBGs. The
reflected signals from the FBGs are directed to the fiber edge
filter ratiometric system by using fiber circulators, as shown in
Fig. 5.
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Fig. 5. Schematic of the FBG interrogation system using macrobend fiber filter ratiometric systems.
Fig. 6. (a) Schematic of a macrobend fiber filter. (b) Responses of the two fiber
filter ratiometric systems.
In order to use a macrobend fiber edge filter ratiometric
system to interrogate FBGs, both the fiber edge filter system
needs to be calibrated in the wavelength range of interest
which in this case is from 1500 to 1600 nm since the FBGs
peak reflected wavelength was 1550 nm. The schematic of
a macrobend fiber filter and the measured ratio responses of
both the fiber filters ratiometric system are shown in Fig. 6(a)
and Fig. 6(b), respectively. The ratio responses of both the
ratiometric fiber edge filter system are obtained by scanning
the wavelength from 1500–1600 using a tunable laser at a
wavelength interval of 1 nm. Both fiber edge filters used have
the same slope, that is 0.15 dB/nm. As the FBGs are sensitive to
strain and temperature, the difference between the two ratios in
the above configuration can provide temperature-independent
strain information. This is attained because the slope of the edge
filters are set to the same and hence the wavelength change and
power ratio due to change in FBG temperature (for both FBG1
and FBG2) will be the same for both the edge filter system
and the difference between the ratios yields strain information
from FBG1 without the influence of temperature. The filters
used 10 turns of standard single-mode fiber (SMF28) with a
10.5 mm bend radius to obtain this slope value. The wavelength
measurement resolution of the system was 20 pm, which gives
a strain resolution of approximately 16 . The wavelength
resolution of the system can be varied by changing the slope of
the fiber edge filter, by changing the bend radius or the number
of fiber bend turns.
The resolution and accuracy of any ratiometric system are
limited by signal-to-noise ratio of the optical source and also
the noise in the receiver system [21]. In the present case, for
both edge filters, the peak-to-peak ratio fluctuation was approx-
imately 0.005 dBm, which limits the wavelength accuracy to
15 pm. The strain inaccuracy due to this will be in the range
of . It is also known that the macrobend fibers are
slightly temperature sensitive and the temperature dependence
of the fiber filter can lead to a measured strain error [22]. The
variation in the output ratio of the system due to ambient tem-
perature is oscillatory in nature and hence the temperature com-
pensation calibration is a complex task [23]. However, in this
configuration, since we are using two identical fiber edge filters
the system has an advantage that the influence of ambient tem-
perature on the fiber filters will be cancelled out. The proposed
macrobend fiber filter interrogation system can therefore effec-
tively measure strain with competitive accuracy and indepen-
dent of the influence of ambient temperature on both the FBG
sensors and also on the interrogation system.
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Fig. 7. Direct strain measured along the blade for different load conditions.
III. RESULTS AND DISCUSSION
Using the experimental setup described above, direct strain
on the blade is measured with a load applied at multiple points
along the blade from its tip towards the pivot at 3 mm intervals.
The FBG was placed at a position of 14 mm from the pivot and
the length of the blade was 39 mm. The measured direct strains
for different loads applied at different blade positions are shown
in Fig. 7. It can be observed that the maximum strain is regis-
tered by the FBGs when the load is applied to the tip of the blade
and the strain response is linear with respect to the applied load.
However, during a typical cutting cycle the forces on the blades
vary along its length over a typical working envelope between
10 and 23 . This is equivalent to a linear range of between 0
and 26 mm from the blade tip. In the experiment, we have ob-
tained data at increments along the length of the blade from the
tip (0 mm) up to 27 mm which covers the entire working enve-
lope of a scissor blade. In practical cutting applications, the load
position can be obtained if the blade opening angle is known
and hence the corresponding strain can be measured assuming
the system is calibrated.
Strain measured using the FBG and the macrobend fiber
filter interrogation system is referenced against that of a stan-
dard electrical strain gauge, allowing the sensitivities of both
measuring techniques to be directly compared under the same
loading conditions. This is achieved by attaching both the FBG
and the strain gauge at exactly the same location on opposing
arms of the symmetrical blade as indicated in Fig. 1(b). Both
sets of results are compared in Fig. 8. During the coarse of
the experiment the ambient temperature around the FBG is
varied to . However, it can be seen that both the strain
gauge results and the strain measured from the macrobend fiber
interrogation system agree. The FBG measured strain, for a
corresponding load, is unaffected by temperature variations
indicating effective compensation is being achieved with the
compensation techniques described. This confirms that the
proposed fiber-optic solution is accurate and independent of the
influence of temperature change on the system.
Fig. 8. Comparison of the strain measured using FBG sensor and strain gauge
at the tip of the blade.
Fig. 9. Impact of lateral load on the direct strain measurements.
In practice, during a typical cutting cycle, scissor blades expe-
rience laterally applied loading due to the curved nature of the
blade. To examine the influence of these effects, lateral loads
are applied to the blade along its length, with the FBG at the
same longitudinal position, 14 mm from the pivot. A load in
the range of 0–10 N is applied to multiple points along the lat-
eral side of the blade from the tip towards the pivotal region at
3 mm intervals. The strain resulting from the lateral load regis-
tered by the FBG attached to the top side of the blade is shown
in the Fig. 9. The nonlinearity in the measured strain is due to
the limited accuracy of the interrogation system used in mea-
suring low value strain in the region of 10 . Although the FBG
sensor is less sensitive to the lateral load, it is clear that the lat-
eral loading of the blade impacts the direct strain output from
the FBG sensor. A lateral load of 10 N applied to the tip of the
blade introduces a maximum of 16 error in the measured di-
rect strain and the value of error decreases when the applied load
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Fig. 10. Peak-to-peak strain fluctuation for a range of applied loads at the tip
of the blade due to the noise in the receivers of the interrogation system.
shifts towards the pivotal region. Thus, the accuracy of the di-
rect strain measurement is limited due to the inadvertent lateral
loading, arising from the deflection of the blade during cutting.
However, this can be minimized by characterizing the blade for
a dry cut (without any tissue) and using the results a calibration
correction factor can be made to eliminate the impact of the lat-
eral force.
An additional factor that introduces inaccuracy to the mea-
sured strain values is the inherent noise in the receiver system
as explained in Section II-C. To estimate the inaccuracy in strain
measurements due to the receiver noise, the peak-to-peak strain
fluctuation is measured for a range of applied loads and is shown
in Fig. 10. From the figure it can be seen than the peak-to-peak
strain fluctuations are in a range circa 15 . Thus, it can be
concluded that the smallest strain variation that can be effec-
tively resolved using the proposed sensor interrogation config-
uration is above 15 . This strain value corresponds to a load
of 1.1 N (when applied to the tip). However, the influence of
receiver noise can be minimized by low noise design of the re-
ceiver system and the strain resolution can be improved if higher
resolution is required.
IV. CHARACTERIZATION OF A PROTOTYPE SCISSOR BLADE
After gaining an understanding of the basic requirements that
need to be satisfied in order to use a FBG-based sensing system
for a scissor blade, experimental studies were conducted on an
actual scissor blade. The positions of the FBG sensors are sim-
ilar to those of the simplified blade and the load is also applied
in a similar manner. The experimental arrangement which fa-
cilitates the application of a range of loads to the scissor blade
is shown in the Fig. 11. In this case, the measured strain from
the FBGs using the macrobend fiber filter interrogation system
is additionally compared with that measured by a commercial
FBG interrogation system to evaluate the accuracy and stability
of the macrobend fiber interrogation system. The commercial
interrogation system used was the Smart Fibers Wx-02. The
comparison between the measured strain values using the two
systems is shown Fig. 12. From the results, it can be seen that the
macrobend fiber interrogation system is well equipped for use
Fig. 11. Experimental arrangement for application of a load to a scissor blade.
Fig. 12. Comparison of measured strain along the scissor blade at different
locations and with different applied loads using a macrobend fiber filter interro-
gation system and a commercial FBG interrogation system.
in applications such as telerobotic cutting procedures. It should
be noted that the strain values measured for the scissor blade
for the same applied load are slightly different from that of the
simplified blade. This is due to the fact that, in the case of the
simplified blade, we have considered a uniform thickness for the
blade, but for the standard surgical scissor blade, the thickness
is not uniform. The strain measured using both the interrogation
systems agrees very well and this confirms that, to obtain the
force information from surgical blades, the FBG-based sensing
system together with a macrobend fiber filter-based interroga-
tion system can be used effectively. Empirical formulae for the
force information can be obtained from the results of the charac-
terization. Thus, for telerobotic cutting applications, the remote
operation of the blade can be made possible by using the force
measurements and in this paper we have successfully demon-
strated and also presented the characterization results of scissor
blades for telerobotic cutting applications. Further research on
embedding the FBGs inside the blade and force feedback from
the scissors for real tissue cuts are underway.
V. CONCLUSION
In this paper, we have presented the characterization results
of an FBG sensing system together with a low-cost mac-
robend fiber filter interrogation system for telerobotic cutting
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applications. The interrogation system was fabricated using a
macrobend fiber filter in a ratiometric scheme and temperature
compensation for strain measurements was achieved. The strain
characterization of the scissor blade using a simplified blade
model and a test rig were carried out. The FBG sensor position
for maximum strain transfer was determined and the FBG is
attached to the blade without strain gradient effects. Direct and
lateral strain characterization of the blade was carried out and
the accuracy of the direct strain measurements was determined.
A prototype of an actual scissor blade incorporating an optical
fiber sensor was also tested. Using the obtained direct strain
versus applied load characterization results, empirical formulae
for force information can be obtained. In summary, we have
experimentally demonstrated the use of FBG strain sensors,
interrogated using a low cost macrobend fiber filter-based
interrogation system, for force measurement in surgical cutting
applications.
REFERENCES
[1] K. O. Hill and G. Meltz, “Fiber Bragg grating technology fundamentals
and overview,” IEEE/OSA J. Lightw. Technol., vol. 15, pp. 1263–1276,
1997.
[2] Y. J. Rao, “In-fiber Bragg grating sensors,” Meas. Sci. Technol., vol. 8,
pp. 355–375, 1997.
[3] R. M. Measures, S. Melle, and K. Lie, “Wavelength demodulated Bragg
grating fiber optic sensing systems for addressing smart structures crit-
ical issues,” Smart Mater. Struct., vol. 1, pp. 36–44, 1992.
[4] G. Tholey, A. Pillarisetti, and J. P. Desai, “On-site three dimensional
force sensing capability in a laparoscopic grasper,” Ind. Robot., vol. 31,
pp. 509–519, 2004.
[5] G. Fischer et al., “Ischemia and force sensing surgical instruments for
augmenting available surgeon information,” in Proc. 1st IEEE/RAS-
EMBS Int. Conf. Biomedical Robotics and Biomechatronics, 2006, pp.
1030–1035.
[6] C. R. Wagner and R. D. Howe, “Force feedback benefit depends on
experience in multiple degree of freedom robotic surgery task,” IEEE
Trans. Robot., vol. 23, no. 6, pp. 1235–1240, 2007.
[7] J. Dargahi and S. Najarain, “An endoscopic force-position sensor
grasper with minimum sensors,” Can. J. Elect. Comput. Eng., vol. 28,
pp. 155–161, 2003.
[8] G. R. Sutherland, P. B. McBeth, and D. F. Louw, “NeuroArm: An MR
compatible robot for microsurgery,” Int. Congr. Series, vol. 1256, pp.
504–508, 2003.
[9] J. Peirs, J. Clijnen, D. Reynaerts, H. V. Brussell, P. Gerijgers, B.
Corteville, and S. Boone, “A micro optical force sensor for force
feedback during minimally invasive surgery,” Sens. Actuators A:
Phys., vol. 115, pp. 447–455, 2004.
[10] M. Lazeroms, G. Villavicencio, W. Jongkind, and G. Honderd, “Op-
tical fibre force sensor for minimal-invasive surgery grasping instru-
ments,” in Proc. 18th Annu. Int. Conf. IEEE Engineering in Medicine
and Biology Society, 1996, pp. 234–235.
[11] Y. L. Park et al., “MRI-compatible Haptics: Feasibility of using optical
fiber Bragg grating strain-sensors to detect deflection of needles in an
MRI environment,” in Proc. Int. Soc. Magn. Reson. Med. (ISMRM),
2008.
[12] I. Payo, V. Feliu, and O. D. Cortazar, “Fibre Bragg grating (FBG)
sensor system for highly flexible single-link robots,” Sens. Actuators
A: Phys., vol. 150, pp. 24–39, 2009.
[13] K. T. Wan, C. K. Y. Leung, and N. G. Olson, “Investigation of the strain
transfer for surface-attached optical fiber strain sensors,” Smart. Mater.
Struct., vol. 17, pp. 035–037, 2008.
[14] W. Y. Li, C. C. Cheng, and Y. L. Lo, “Investigation of strain transmis-
sion of surface-bonded FBGs used as strain sensors,” Sens. Actuators
A: Phys., vol. 149, pp. 201–207, 2009.
[15] D. J. Callaghan, M. M. McGrath, G. Rajan, E. Coyle, Y. Semenova, and
G. Farrell, “Analysis of strain transfer to FBG’s for sensorized teler-
obotic end-effector applications,” in Advances in Robotics Research.
New York: Springer, 2009, pp. 65–75.
[16] S. Greenish and V. Hayward, “Measurement, analysis and display of
haptic signals during surgical cutting,” Presence: Teleop. Virtual Env-
iron., vol. 6, pp. 626–651, 2002.
[17] U. Seibold, B. Kubler, and G. Hirzinger, “Prototype of instrument for
minimally invasive surgery with 6-axis force sensing capability,” in
Proc. IEEE Int. Conf. Robotics Automation, 2005, pp. 496–501.
[18] Q. Wang, G. Farrell, T. Freir, G. Rajan, and P. Wang, “Low-cost wave-
length measurement based on a macrobending single-mode fiber,” Opt.
Lett., vol. 31, no. 12, pp. 1785–1787, 2006.
[19] Q. Wang, G. Rajan, P. Wang, and G. Farrell, “Macrobending fiber loss
filter, ratiometric wavelength measurement and application,” Meas. Sci.
Technol., vol. 18, pp. 3082–3088, 2007.
[20] P. L. Fuhr, S. J. Spammer, and Y. Zhu, “A novel signal demodula-
tion technique for chirped Bragg grating strain sensors,” Smart Mater.
Struct., vol. 9, pp. 85–94, 2000.
[21] G. Rajan, Y. Semenova, T. Freir, P. Wang, and G. Farrell, “Modelling
and analysis of the effect of noise on an edge filter based ratiometric
wavelength measurement system,” IEEE/OSA J. Lightw. Technol., vol.
26, pp. 3434–3442, 2008.
[22] P. Wang, Y. Semenova, and G. Farrell, “Temperature dependence of
macrobending loss in all-fiber bend loss edge filter,” Opt. Commun.,
vol. 281, pp. 4312–4316, 2008.
[23] G. Rajan, Y. Semenova, P. Wang, and G. Farrell, “Temperature
induced instabilities in macro-bend fiber based wavelength mea-
surement systems,” IEEE/OSA J. Lightw. Technol., vol. 27, pp.
1355–1361, 2009.
Ginu Rajan received the B.Sc. degree in physics from the University of Kerala,
Kerala, India, and the M.Sc. degree in applied physics from Mahatma Gandhi
University, Kerala, in 2000 and 2002, respectively. He subsequently undertook
research in the area of fiber sensors in which he received the Ph.D. degree from
Dublin Institute of Technology (DIT), Dublin, Ireland, in 2009.
He worked as a Research Trainee at Indian Institute of Astrophysics from
2003 to 2005. He is currently a Research Associate at the Photonics Research
Centre, DIT. His research interest includes optical fiber sensors and its appli-
cations, fiber edge filters, FBG interrogation systems, fast wavelength measure-
ment techniques, photonic crystal fiber sensors, and smart structures. He has
published over 35 articles in journals and conferences.
Dean Callaghan received the B.Eng. degree in mechanical engineering from
Dublin Institute of Technology (DIT), Dublin, Ireland in 2006. He is currently
pursuing the Ph.D. degree while investigating the use of optical sensing tech-
niques for sensorizing surgical instruments and devices for application the field
of minimally invasive robotic surgery. This work is being carried out in The DIT
School of Manufacturing and Design Engineering in conjunction with the DIT
Photonics Research Centre.
His research interests include sensing technology, haptic interfaces,
telesurgery, and force-feedback for medical robotics.
Yuliya Semenova received the B.Sc. degree in electronic engineering from Lviv
Polytechnic National University, Ukraine, in 1992. She received the Ph.D. de-
gree in physics of molecular and liquid crystals in 1999.
Between 1997 and 2001, she was a Researcher with the Faculty of Elec-
trophysics, Lviv Polytechnic National University. Since 2001, she has been a
Researcher and Lecturer with the School of Electronic and Communications
Engineering, Dublin Institute of Technology, Dublin, Ireland. She is currently
Co-Principal Investigator and Senior Researcher with the Photonics Research
Centre. Her research interests include physics of liquid crystals, their applica-
tions in photonics, and fiber-optic sensing. She has published over 60 articles in
journals and conferences.
Mark McGrath received the Dipl.Eng. degree from Dublin Institute of Tech-
nology (DIT), Dublin, Ireland, and the B.Sc.Eng. degree in mechanical engi-
neering in 1996 from Trinity College, Dublin. He was then involved in post-
graduate research in the area of thin-film gas sensors for which he received the
M.Eng. degree in applied physics in 1999.
Since 1999, he has been a Lecturer with the School of Manufacturing and De-
sign Engineering, DIT. His research interests include engineering system mod-
eling, sensing and actuation technologies in biomedical applications, and design
of human prosthetics.
1920 IEEE SENSORS JOURNAL, VOL. 10, NO. 12, DECEMBER 2010
Eugene Coyle graduated with an honours degree in electrical engineering from
University College, Dublin, Ireland, in 1977. He received the Master of Engi-
neering Science degree in power electronics and the Ph.D. degree in assistive
technology from the same university.
He worked for a number of years in the private and semi-private sectors as a
Design Engineer before joining Dublin Institute of Technology (DIT) in 1985.
He is the Head of School of Electrical Engineering Systems at DIT. He has
been Principle Investigator to a number of Irish and EU funded research projects
and he has spearheaded growth of a number of research groups in the School
of Electrical Engineering Systems including audio research, biomedical engi-
neering and assistive technology, and in power systems and renewable energy.
Dr. Coyle is a Chartered Engineer and Fellow of Engineers Ireland, the Insti-
tution of Engineering and Technology and the Energy Institute and is currently
Chair of the IET Ireland Network. He is also a member by invitation of the
Engineering Advisory Committee to the Frontiers Engineering and Science Di-
rectorate of Science Foundation Ireland, SFI.
Gerald Farrell received the honors degree in electronic engineering from Uni-
versity College, Dublin, Ireland, in 1979. He received the Ph.D. degree from
Trinity College, Dublin, for research in all-optical synchronization using self-
pulsating laser diodes.
He spent a number of years as a Communications Systems Design Engi-
neer before joining the Dublin Institute of Technology (DIT). He is the Head of
School of the School of Electronic and Communications Engineering, DIT. He
is also the Principal Investigator and Director of the Photonics Research Centre,
DIT. The Centre’s research concentrates on optical sensing, in particular FBG
sensing, the modeling and application of bend loss in optical fibre and integrated
waveguides, and liquid crystal tunable filters for FBG sensor arrays. He is the
Project Leader on several research projects, some with international partners.
He has over 130 publications in the area of photonics, holds several patents, and
is a Consultant for a number of well-known companies in the U.K. and Ireland.
